Accuracy of CBCT Linear Measurements to Determine the Height of Alveolar Crest to the Mental Foramen

Mahnaz Sheikhi1, Seyed Ali Saleh Gholami2*, Maryam Ghazizadeh3

Abstract

Background: Detailed knowledge of the three-dimensional (3D) anatomical structures in precise treatment planning prior to implant placement is necessary. The choice of imaging techniques plays an important role in achieving the required information to measure exact dimensions. Cone beam computed tomography (CBCT) has increasingly been used for diagnosis and treatment in the fields of periodontology, endodontic, and orthodontics. It is also used as the preoperative evaluation of patients who are candidates for dental implant treatment. Dental implant placement is an important application of CBCT in dentistry. One of the features of CBCT is the possibility of changing the slice thickness while reviewing images. In this study, we examined the linear measurement accuracy of CBCT for determining the height of alveolar crest to the mental foramen in cross-sectional view with different slice thicknesses and in tangential view.

Methods: We used five dry human mandibles in this study. Then the distance from the highest tip of alveolar crest to the upper border of mental foramen was measured by digital caliper (as gold standard) and on CBCT images in cross sectional view with 1, 3, 5, 7 and 9 mm slice thicknesses and in tangential view. Data were analyzed using IBM SPSS Statistics software version 22, paired t test, and inter class correlation.

Results: Data were collected by evaluation of 5 dry mandible and 240 measurements. There were significant differences only in tangential view and 1 mm slice thickness option in cross-sectional view with the gold standard (P = 0.003 and P = 0.018 respectively). The results did not show any differences between the observers (P<0.001).

Conclusions: Our results indicated that cross-sectional view is more accurate than tangential view, and 3 and 5 mm slice thicknesses are preferred for measurement.

Highlights

- Dental implant placement is an important application of CBCT in dentistry.
- in this article, the linear measurement accuracy of CBCT for determining the height of alveolar crest to the mental foramen in cross-sectional view with different slice thickness and in tangential view is evaluated.
- results showed that cross-sectional view is more accurate than tangential view, and 3 and 5 mm slice thickness are preferred for measurement.

Background

The surgical procedures, such as implant placement, third molar surgery, and fractures repair of the mandible require exact knowledge of anatomical structures (1). Using dental implants in edentulous patients is rapidly increasing. Implant treatment requires different radiographic examination to assess height and buccolingual width of the implant placement site (2-4). Intraoral and panoramic images cannot provide three-dimensional (3D) information (5,6). Panoramic images have several limitations, such as non-uniform magnification, distortion, and the superimposition of anatomical structures (7-9). Therefore, selecting the type of imaging techniques plays an important role in achieving the necessary information and best measurement accuracy (10). Cone beam computed tomography (CBCT) is increasingly used for the diagnosis and treatment in the fields of periodontology, endodontic, orthodontics, and patients who are candidates for dental implant treatment (11,12). The advantages of this method include high resolution, lower radiation dose, and lower cost compared to CT (2).

Several studies examined the accuracy of CBCT measurement. In a study, Shokri et al measured the height and width of alveolar bone with CBCT machine in 0.5, 1, 2, 3, 5, and 10 mm slice thicknesses. It was shown that the highest measurement accuracy was observed at 4 mm

1Torabinejad Dental Research Center, Department of Oral and Maxillofacial Radiology, School of Dentistry, Isfahan University of Medical Sciences, Isfahan, Iran.
2Department of Oral and Maxillofacial Radiology, School of Dentistry, Yasuj University of Medical Sciences, Yasuj, Iran.
3Department of Oral and Maxillofacial Radiology, School of Dentistry, Kermanshah University of Medical Sciences, Kermanshah, Iran.

slices for bone width and 5 mm slice thickness for bone height (2). Sheikhi et al reported that the accuracy of measurements in CBCT machine varies when the position of the skull deviates from ideal; however, the differences are not clinically significant (13). Stratemann et al compared accurate images from two New Tom (CBCT) and Hitachi Mercury machines, and showed that the errors of two machines were too small compared to the actual size. The errors were 0.07 ± 0.41 for New Tom and 0.00 ± 0.22 for Hitachi Mercury (14).

The software programs of CBCT make it possible to change the slice thickness. It happens many times that implantologists and surgeons demand CBCT or CT with different slice thicknesses for implant placement. In addition, the mandibular premolars site is one of the critical sites due to the presence of mental foramen.

In this study, we evaluate the accuracy of linear measurement in cross-sectional view with different slice thicknesses and in tangential view without slice thickness, because in tangential view, it is not related to different slice thicknesses but rather related to CBCT inherent accuracy of measurement.

Materials and Methods
In this experimental study, we used 5 dry human mandibles with no gender priority. The exclusion criteria were severe resorption of alveolar crest and fracture. The distance between the highest tip of alveolar crest to the upper border of mental foramen was measured by digital caliper (± 0.01 mm) (Absolute- 1103, Insize, Germany). For more reliability, measurements were performed by two observers. The means of the physical measurements were calculated as the gold standard. Dry mandibles were placed in a plastic box of water with dimensions of 15 × 15 × 19 cm for the soft tissue simulation (Figure 1). The samples were placed on a tripod with adjustable heights. To ensure appropriate position of samples, the light localizer, which displays the midsagittal line, was used. The CBCT imaging was carried out by GALILEOS Comfort 3D imaging system (Sirona Dental System Inc., Bensheim, Germany) at 85kvp, 7 mA (42 mAs), with 14 seconds scan time. Next, the images were reconstructed by Sidex 3D software (Figure 2). Bilaterally, the distance between the highest tip of alveolar crest and special ruler of software measured upper border of mental foramen in cross-sectional view with 1, 3, 5, 7 and 9 mm slice thicknesses and tangential view (Figures 3 and 4). The exact location of selected cross-section view is where the mental nerve exits the mental foramen. Tangential is the Galileo’s term for a longitudinal view through the bone or tooth, parallel to the mesiodistal dimensions of the structures.

Two observers, an oral and maxillofacial radiologist and a postgraduate student of oral and maxillofacial radiology, twice with an interval of 2 weeks, evaluated all the images. The collected data were analyzed by IBM SPSS Statistics version 22. The interclass correlation coefficient (ICC) was used to analyze intra-observer and inter-observer reliability measurements. Paired t test was used to compare the means of the measurements made with the gold standard. The statistical tests were carried out at significance level of 0.05.

Results
Totally, two observers made 240 measurements using CBCT machine at 1, 3, 5, 7, and 9 mm slice thicknesses in cross-sectional view and in tangential view. According to the ICC values, the inter-observer correlation was 0.926 (P< 0.001) and the intra-observer correlation was 0.945 (P< 0.001).

According to Table 1, the differences were significant only in the 1 mm option in cross-sectional view of the CBCT machine (P=0.018) and in tangential view (P=0.003). The differences between the mean value collected from the CBCT machine and the gold standard were not significant in other cases (P> 0.05).

Discussion
A precise measurement of bone at implant placement site is the key of success in implant surgeries (15). The CT and
there was a high degree of matching between them. The accuracy of CBCT is evaluated in cross-sectional view with different slice thicknesses, and in tangential view. Comparing our results with the gold standard shows that the differences between the mean measurements made on CBCT images and the gold standard are significant only at 1 mm slices and tangential view. The differences between the mean measurements on the CBCT images and the gold standard are not significant in the other cases. The results show that, in slice thicknesses of less than 7 mm, the measurements are inclined toward underestimation. It is possible that some part of each voxel is not measured, since each voxel has a specific volume and the software measures the distance between the midpoints of the voxels of the volumetric images. Exact estimation needs very small voxel size, so the underestimation might be associated to voxel (3,11). The results showed that the 7 mm slice thickness is more accurate to determine the height of alveolar crest to the mental foramen.

At 9 mm slice thickness, the measurements are overestimated, increasing the slice thickness adjacent crest to be superimposed. These superimposed areas are located in one voxel, and as a result, the thin margin of cortical bone appear thicker. Thus, the measurement accuracy is decreased and the area under question is estimated larger than its actual size. By increasing the slice thickness, the noise increased, and with the disappearance of a sharp margin measurement, the accuracy decreased to some extent (16).

The overestimated measurements introduced in tangential view may be due to the convexity and concavity on the outer plate of the mandibular bone. It can cause changes in display of the jaw height in tangential view. In other words, the measurement accuracy decreased because the imaging of the highest tip of alveolar crest and the upper border of mental foramen at same plane is impossible.

Shokri et al (2) measured the accuracy of CBCT in 0.5, 1, 2, 3, 5, and 10 mm slice thicknesses and reported that there was no significant difference in bone width in any areas; but there were significant differences in bone height at the central and molars areas. The measurements were

<table>
<thead>
<tr>
<th>Table 1</th>
<th>Comparison of the Mean Bone Height Measured by Digital Caliper and CBCT Machine in Cross-sectional View at 1, 3, 5, 7, and 9 mm Options and in Tangential View</th>
</tr>
</thead>
<tbody>
<tr>
<td>Mean (STD)</td>
<td>P value</td>
</tr>
<tr>
<td>Gold Standard</td>
<td>14.7240 mm (1.59402)</td>
</tr>
<tr>
<td>1 mm</td>
<td>14.3210 mm (1.37796)</td>
</tr>
<tr>
<td>3 mm</td>
<td>14.3925 mm (1.37109)</td>
</tr>
<tr>
<td>5 mm</td>
<td>14.5660 mm (1.26777)</td>
</tr>
<tr>
<td>7 mm</td>
<td>14.6300 mm (1.29703)</td>
</tr>
<tr>
<td>9 mm</td>
<td>14.8665 mm (1.26169)</td>
</tr>
<tr>
<td>Tangential</td>
<td>16.2040 mm (1.143118)</td>
</tr>
</tbody>
</table>

*P value is significant

CBCT images are used to evaluate the height, width, and bone morphology in implant treatments (16). Due to the advantages of CBCT, such as lower radiation and lower cost, CBCT is preferred compared to the CT (17,18). CBCT measures the distance between alveolar crest and inferior alveolar nerve accurately, so the damage to the inferior alveolar nerve is reduced (17,19). Many clinicians tend to use the linear measurement capability of CBCT. However, the measurement errors lead to treatment failures (20,21).

In previous studies, CBCT was compared with CT, panoramic and digital radiography (17,18). The factor that differentiates this study from previous ones is that it compares the cross-sectional and tangential views, and evaluates the effect of different slice thicknesses on the measurement accuracy. In the current study, two observers carried out the measurements to increase the accuracy of measurement; statistical analysis showed no significant differences between two observers, and
not significant only at 4 mm and 5 mm slice thickness options for height compared with the gold standard. The highest measurement accuracy at 4 mm slices was for bone width and at 5 mm slice thickness was for bone height. These results are different from the results of current study. In our study, the differences between the measurements made by CBCT and gold standard were significant only at 1 mm slices option, and tangential view. This difference might be due to the type of CBCT machine (2). The tangential view was not evaluated in the study by Shokri et al.

In most studies (9,22-24) the accuracy of CBCT was compared to other imaging or CBCT systems. Generally, the results showed that the accuracy of CBCT is high, and the slight difference from gold standard is due to the measurement errors with CBCT or caliper. In the current study, the results revealed that the cross-sectional imaging is preferred to the tangential view. In terms of slice thicknesses, the accuracy of measurements were more accurate in thickness of 7 mm.

Previous studies have not evaluated the different views (cross-sectional and tangential) and different slice thicknesses.

Baumgaertel et al (11) reported that the measurements by CBCT devices are slightly less than the gold standard. The current study showed that the measurements are slightly less than the gold standard. However, in the mentioned study, the size of different landmarks was evaluated without the effect of different slice thicknesses.

In another study, Strateman et al (14) compared measurement accuracy of CBCT in two New Tom and Mercury devices and reported that both systems had acceptable accuracy and slight differences with gold standard. In addition, they reported that the accuracy of New Tom system is slightly better than Mercury system. In the present study, the differences between measurements made by the CBCT and gold standard were significant only in slice thickness of 1 mm and tangential view. Accordingly, it can be said that absence of total volume of the crest in voxel, in 1 mm slice, leads to underestimation.

In tangential view, the measurement accuracy decreased because imaging the tip of alveolar crest and the upper border of mental foramen simultaneously is impossible.

Sheikhi et al (13) reported that there were no significant differences between the measurements of the central, premolars, and mandibular molars sites. In the present study, the measurements were carried out only at the mental foramen and the results showed that in thickness of less than 7 mm slice, measurements tended to be underestimated. This can be due to the measurement errors with CBCT or caliper. In slice thickness of 9 mm, the measurements were higher than the gold standard, but in general, the measurement error was less than 0.5 mm, and in cross-sectional view it was not clinically significant. However, in tangential view, the measurements had a tendency to be overestimated. The differences between the mean measurements in this view and the gold standard were more than 1 mm, which was clinically significant. In tangential view, it is not possible to display the outer surface of the mandible as a surface.

Chadwick and Lam (25) studied the bone height in various slice thicknesses and distances. Their results showed that there was a statistically significant difference between bone heights when slice thickness or inter-slice interval varied more than 1 mm ($P=0.005$). Understanding the effects of slice thickness and inter-slice interval is important in the portrayal of both normal anatomy and pathoses in CBCT images.

**Conclusions**

Based on the results of current study, the tangential view is not appropriate for measuring bone height, and cross-sectional view is preferred. However, measurements are slightly less than the gold standard in slice thicknesses less than 7 mm.

**Conflict of Interest Disclosures**

The authors declare that they have no conflict of interests.

**Ethical Statement**

The Research Ethics Committee of Isfahan University of Medical Sciences approved this study (code: 394506).

**Authors’ Contribution**

MSH: Conceived and designed the analysis, supervised the paper. MGH: performed the analysis; wrote the paper. FSH: contributed data or analysis tools; wrote the paper

**Funding**

This research was supported by Isfahan University of Medical Science. Grant No.394506.

**References**


